Carbon dioxide absorber as a cause of high airway pressures.
We investigate an incident in which a carbon dioxide absorber caused difficulty with ventilation. The problem as it developed throughout the anesthetic, and clues that led to the determination that the carbon dioxide canister was the problem, is discussed.